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Background and Objectives: The aim was to study hair
removal efficacy, and possible side effects of two commer-
cially available long pulsed diode lasers. The radiant
exposure was selected to a value of 35 J/em®, which is
frequently used in the clinic in accordance with manufac-
turer's recommendations.

Study Design/Materials and Methods: A prospective
clinieal study was performed on twenty-nine patients with
hair color ranging from light brown to black on the upper
lip. One half of the upper lip was randomly selected for
treatment with the MedioStar® lazer; the contralateral
half of the lip was treated with the LightSheer® laser.
Three treatments were performed at 6—8 week intervals,
Percent hair reduction and acute- and long-term side effects
were evaluated after treatment.

Eesults: The average hair reductions 6 months after the
first treatment were 49% with the MedioStar®™ laser and
48% with the LightSheer® laser, No acarring or pigmentary
change of the skin was observed after any of the treatmenis
with either laser. Howewver, differences in acute side ef-
fects such as degree of ervihema and burned hairs were
observed, ’

Conclusions: Mo statistically significant differences in
hair removal efficacy were ohserved. These results agree
with mathematical modeling, which also offers a method to
estimate hair removal efficacy and adverse effects for a
range of hair characteristics and laser parameters. Lesers
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INTRODUCTION

There is an inereasing demand for safe, effective, and
low-cost methods of permanent hair removal. A variety of
laser systems have been evaluated, but many studies are of
limited value due to short elinieal follow-up times. Perma-
nency must he documented by elinical follow-up throughout
the entire hair growth cvcle {anagen to anagen phase)
including, at the minimum, a 6-month period to compen-
sate for the prolonged delay of hair regrowth induced by
thermal injury to the follicle [1-7]. Based on anatomic
location there is wide variability in the durations of anagen
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and telogen phases, as well as follicle depth [1]. Hence, care
must be used when extrapolating results for a specific body
region to other anatomical locations. Moreover, the dura-
tions of the anagen and telogen phases depend on patient
age and hormonal cyele, which makes it very difficult to
compare multiple laser systems on different groups of
subjects. \

Permanent hair removal requires that wavelength, pulse
duration, spot size, and radiant exposure must be properly
selected to induce adequate thermal damage to the entire
follicle [6,8]. Simultaneously, the epidermis must be pre-
served to avold scarring and dyspigmentation. Optimal
laser treatment parameiers have been proposed based on
the analysis of light propagation in human skin, as well ag
the optical and thermal properties of the follicle and its
adjacent structures [4.6]. In the case of brown and black
hairs, where the target chromophore is eumelanin, long
pulsed diode lasers at a wavelength of 800 nm have shown
promising resulis [2]. The optimal pulse duration depends
on physical dimensions of the hair follicle. Maximal selec-
tive thermal damage is obtained when the pulse duration
permits heat to diffuse from the primary heat source, i.e.,
the melanin-containing follicle, through the outsr root
sheath and into the stem cells located in the bulge area (6]
In the case of terminal hair follicle bulbs with diameters
of 200—300 pm, theoretical modeling has suggested that
the pulse duration should be in the range of 40—100 milli-
seconds [7]. Moreover, longer piilges increase the threshald
of epidermal damage when skin cooling iz used in conjunc-
tion with laser irradiation. Laser beam diameter (spotsize)
should be greatér than 10 mm because optical scattering
reduces light penetration of narrower beams into human
gkin [4,7]. The present study was primarily aimed ta
compare the hair removal efficacy of two long pulsed dicde
laser systems with different pulse structures. The clini-
cal response was evaluated with respect to hair color,
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thickness, and density. Szcondarily, the study investigated
side effects such as burned hair, erythema, edema, and
pain,

MATERIALS AND METHODS
~ Patients

After signing an informed consent, forty-one North-
European females, aged 23-69 vears, with Fitzpatrick
skin types II-IV and hair color ranging from light brown
to black on the upper lip were enrolled in the study. The
average patient age was 48 £ 11 vears, Three treatments
using both long pulsed diode laser systems were performed
at 6—8 week intervals. All treatments were completed by
February 2002. Thirty-six patients completed three treat.
ments. However only twenty-nine patients were available
for final evaluation 6 months after their last treatment.

Laser Systems

The MedioStar HC Professional™ diode laser (Aselepion-
Meditec A, Jena, Germany) uses a semiconductor diode at
810 nm wavelength with two separate variable duration
pulses (up to 100 milliseconds), dependent on spot size and
radiant exposure (incident fluence).

The laser wasused in the FRO 1-mode with a 12 mum spot
size and radiant exposure 35 J/em®. For this study, the total
pulse consisted of two identical 45 milliseconds pulses
separated by an interval of 40 milliseconds. The epidermis
was cooled immediately before laser irradiation by placing
a cold aluminum applicator plate onto the skin surface,

The LightSheer™ dinde laser (Coherent, Ine., Sants Clara,
CA) system utilizes a semiconductor diode at a wavelengih
of 800 nm with a variable pulse duration of 5—30 milli-
seconds, adjustable radiant exposures of 5-60 Jfem?, and
spot size of 8 x 9mm. For this study, the pulse duration and
radiant exposure were 30 milliseconds and 35 J/em?®, re-
spectively, The epidermis was cooled before, during, and
after laser irradiation by placing & sapphire window based
cooling system (ChillTip®) set at 5°C onto the skin surface.

Treatment Protocol

After enrollment, the upper lip was photographed and
shaved. Prior to treatment a transparent optical index-
matching gel was applied to the skin surface. One half of the
upper lip was randomly zelected for treatment with the
MedioStar™ laser: the contralateral half was treated with
the LightSheer® laser. For both lasers, pulses were over-
lapping by 10-20%. The laser hand pieces were placed
onto the skin surface with moderate pressure in order to
flatten the skin, empty cutaneous blood vessels and,
most importantly, bring the targeted hair follicles closer
ta the skin surface,

Immediately after the first laser treatment, patients
were evaluated for the presence of burned hair, ervthema,
edema, and pain according to the eriteria described in
Table 1. Hair eounts were performed on 2 cm® areas on both
sides of the upper lip before the first treatment, and
6 months after the third and final treatment. At the last
follow-up visit 6 months after the final laser treatment,
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TABLE 1. Criteria for Clinical Evaluation of Selected
Side Effects

Score
0 1 2 3
Percentage of 0 1-25 26-50 51-100
burned hair
Eryvthema Abhsent Iild Moderate  Sewvers
Edema Absent Mild Moderate  Severe
FPain Ahzent Mild Moderate Severe

evaluation included photography and documentation of
clinical response evaluation for long-term adverse effects.

RESULTS

Hair Reduction

The clinical responses for all the 29 patients who com-
pleted the study protocol are listed in Tahle 2, which gives
the number of patients in four percentage response groups.
The average hair reductions were 49+21 and 48+ 20%
(mean value = standard deviation) for the MedioStar® and
LightSheer™ lasers, respectively. These results, which cor-
respond-to & P-value of P=(.68, reveal no statistically
significant difference in hair removal efficacy between the
two lasers under study. The three best responders (10% of
patients) obtained average hair reductions of 86249 and
85+£5.4%, respectively, for the MedioStar® and Light-
Sheer® lasers, These data also show no significant correla-
tion between obtained result and hair density or hair
thickness, ie., P> 0.05. However, there is a marginally
statistically significant better response for patients with
dark brown hair as compared to patients with lighter brown
hair, i.e., P~ 0.05. The results are summarized in Table 3.

Side Effects

Mo scarring or pigmentary change of the skin was ob-
served after treatment with either laser system. However,
differences in the incidence of acute =side effects such as
presence of burned hairs and ervthema were observed and
summarized in the three last columns of Table 4. Burned
hairs were present on 26 of the sites treated with the
LightSheer® laser, as compared to only 4 treated with the
MedioStar™ (P < 0.001). The degree of lip erythema was
greater with the LightSheer® laser, as cnmpafed to that

TABLE 2. Percent Hair Reduction by Treatment Site

Number of treatment sites

Hair reduction in % MedioStar™ Lighl;1‘5'>‘t}5:5.-1:"’-D
0-25 2 4
2649 13 12
B0-T4 10 10
=75 4 3
Total number 29 29

treatment sites
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TAELE 3. Percentage Responses of Hair Removal by Hair Density, Color, and Thickness
Larger than
Hair density Hair density Light brown to brown  Dark brown to black  Fine to medium  medium hair
Laser <80/em*® »60/em®  hair Fitzpatrick 11-1IT  hair Fitzpatrick II-IV  hair diameter diamater
MedioStar™ 86 +21 4116 45214 G225 48+ 20 50=21
LightSheer® 5024 4714 41218 53L20 45+ 26 5016

Mean valpe = st;lmda.rd deviation).

seen with the MedioStar™ treatment (P < 0.001). However,
it should be noted that this difference in erythema might
not necegsarily be due to the pulse structures, but rather
the utilization of different cooling systems.

No statistically significant differences were observed in
the level of pain during treatment, and the degree of edema
after treatment was approximately the same with sither
laser, i.e., P> 0.05.

DISCUSSION

Modeling

The thermal distributions in and around a hair follicle
during and after laser irradiation are shown in Figure 1.
This figure is based on the exact solution of the heat
diffusion equation for a uniformly heated sphere embedded
in & medium with identical thermal properties (Eqn. Al).
The thermal diffusivity and conduetivity used are assumed
to be the same for the follicle and perifollicular structures,
ie, x=12%10"7 m%second and k=0.4 WimE, respec-
tively. Light depletion due to follicular absorption has been
accounted for by introduction of an effective optical ahsorp-
tion coefficient corresponding to the average light absorbed
over the entire folliele bulb (Eqn. AZ2).

The value for the optical absorption coefficient was esti-
mated by determining the threshold for hair burning in
free air; the threshold fluence for dark brown hair was
determined at 19 J/em®. Assuming no heat loss from hair
during laser irradiation, together with a carbonization
temperature of 200°C, gives an estimate of p, = 3500 m™>.
The corresponding value for light brown hair was found to
be i, = 2200 m ™, An absorption coefficient jp, =3500m ™t is
a comparatively low value when considering that values up
to iy = 10000 m~* have been reported in the lteraturs [5].
However, depletion of light within the follicle results in an
effective absorption that iz not linearly dependent on p,
e.g., the amount of light absorbed in a 200 um diameter

TABLE 4. Scores (0-38) for Acute Side Effects as Burned
Hair, Erythema, and Edemsa by Treatment Site

Seore 0-3
Laser Burned hair Ervthema Edoma Pain
MedioStar® 01408 11+07 0407 20207
LightSheer™ 1.2 £ 1.0 19207 0607 1807
FP-value <0.001 <0,001 =0.05 =0.05

{Maan valua £ standard deviation).

fallicle bulb only increases by 0% for a threefold increase of
peeffective 3500~10000 m™L. The corresponding increase
for a 300 pm bulb is only 70%.

Figure la shows the temperature rise for a 30 millise-
conds laser pulse of fluence 35 J/em® at 800 nm wavelength;
the maximum temperatures at the follicle center (dis-
tance = 0] and at the follicle cortex (distance = 150 pm) are
250 and 108°C, respectively. The temperature in the outer
sheaths also increases after the laser pulse, as heat stored
in the melanin containing inner region diffuses out. The
damage threshold has been taken at 65°C [6], which is
represented by the horizontal layer in the figure. The

(ms) W0 00

Fig. 1. Temperature rise (°C) vs. time (milliseconds) and
distance (pm) from the center of a 300 pm diameter follicle.
Fluence 35 Jiem® pg = 23500 m™Y ambient skin temperaturs
35°C. a (upper}) Pulse duration 30 milliseconds. b (lower):
Pulse duration 2 = 45 milliseconds separated by an interval of
40 milliseconds,
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maximum zone of damage around the follicle is approxi-
mately 60 um from the cortex, and this zone is reached
10-20 milliseconds after the end of the laser pulse.

The corresponding values for two identical pulses, each
of 45 milliseconds duration separated by an interval of
40 milliseconds and fluence of 35 Jem® at 510 nm wave-
length, are shown in Figure 1b. There is no damage outside
the follicle cortex after the first laser pulse. However, heat
aceumulates in the follicle as well as in the perifollicular
tizssues and the second pulse generates damage to a zone of
approximately 40 pm from the eortex, This value iz reached
at 140 milliseconds, i.e., 10 milliseconds after the end of
second laser pulse. The maximum temperatures at the
center of the follicle and at the surface are 140 and 95°C,
respectively.

In summary, the zone of damage from the follicle cortex is
not very different, i.e., 80 pm vs. 40 pm, for the two laser
svstems studied. However, the temperature rise in the
center of the follicle is much higher for the 30 milliseconds
pulss, ie., sbout twice as high as compared to the two
45 milliseconds pulses separated by a 40 milliseconds
interval.

Thus, the therapeutic result in terms of obtaining hair
reduction is expected to be the same for both lasers,
whareas the presence of burned hair is significantly higher
for the 30 milliseconds pulse laser. The tendency to burn
hair is, however, expected to be maximal in the infundibu-
lum region of the hair shaft proximal to the skin surface
where the optical fluence is highest and thermal contact
between the hair shaft and tissue is reduced.

The temperature rise for hair follicles less than 300 ym in
diameter will be lower eompared to the values given in
Figure 1. The maximum temperatures at the center and
at the cortex of 200 pm diameter follicles exposed o a
30 milliseconds pulse at 35 J/em® are 250 and 108°C, respec-
tively, and the depth zone is 45 pm around the follicle
cortex, The corresponding values for two 45 milliseconds
pulses separated by an interval of 40 milliseconds are 110°C
at the center, 80°C at the cortex, and zone of damage is
25 pm. The zone of damage for the 200 wm diameter follicle,
i.e., 25—40 um, is approximately half of the value for the
300 pm bulb, but might =till be adequate to achieve per-
manent hair removal.

In the case of very zmall follicle bulb, e.z., 100 pm dia-
meter, the damage is eszentially negligible for both pulse
structures and adequate heating will require shorter laser
pulses.

The values given in Figure 1, which are valid for a flusnce
of ¥=235 Jjem® and an absorption coefficient of p,=
3500 m™%, can be scaled to other combinations of 1 and
by noting that the temperature rize is proportional to the
product of ¥ and p, (Eqn. Al). This is shown in Figure 2,
where the effect of light depletion within the follicle also is
taken into account (Eqn. A2). Figure 2 shows that the same
temperature distribution for & 300 pm diameter follicle (as
shown in Fig, 1), which is obtained for a fluence of U =35 J/
em® and p, = 3500 m™" will be obtained for other combina-
tions ofy and p, such as, e.g., = 24 Jjem® for py = TOOD m™?
or =21 Jfem® for p, =10000 m~1.
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Fig. 2. Curves for combinations of fuence and absorption
coefficient giving the same follicular temperature rise as a
fluence of =235 Jicm® with p, =3500 m™! (isodose curves).
Upper curve: Follicle diameter 300 pm; lower curve: Follicle
diameter 200 um.

It showld also be noted that an increase in the laser pulse
duration at equal radiant exposures will decrease the tem-
perature rise within the follicle while minimally affecting
the zone of damage, e.g., increasing the pulse duration from
30 milliseconds to 200 milliseconds, for example shown
in Figure 1a results in 2 maximum follicle temperature
of 105°C together with a 30 pm zone of damage from the
cortex.

Clinical Results in View of Modeling

The two laser systems studied demonstrated almost
identical hair reduction, 1.&., about 509%. Modeling indicates
that an in situ fuence of 35 Jjem® should be adequate for
obtaining a 40-60 pm zone of damage from the cortex of a
300 pm diameter follicle bulb of moderately pigmented hair
fior both laser systems. In the case of absorption coefficients
of p, = 7000 m™* and 10000 m™, the corresponding fuence
requirements will be about 30% and 40% less, respectively
(Fig. 2). Due to backscattering of light, the in situ fluence at
wavelengths of 800-810 nm is higher than the radiant
exposure in regions proximal to the skin surface. In the
present case with a radiant exposure of 35 J/em® the fluence
at the skin surface is about 100 Jfem® and remains higher
than the radiant exposure to a depth of about 1.7 mm,
Fluence then drops off exponentially with distance at
greater skin depths. The caleulated light distribution in
skin at 800 nm wavelength is shown in Figure 3 [8,9]. The
total absorption coefticient of skin takes into account a hair
density of 100 em™ with an average shaft diameter of
100 pm and p, = 3500 m ™" This light distribution is in good
agresment with values in the literature, which report a
fluence of 24% of the radiant exposure at a depth of 3 mm
[4]. The depths of the follicle bulbs on the human upper lip
are in the range of 1-2.5 mm, thus it follows from Figure 3
that the more superficial bulbs are exposed to a fluence of
35 Jfem®, whereas the deeper follicles receive only 17 Jfem®.
This supports the explanation that the observed hair re-
duction efficacy of 45—-49% iz due to the limited penetration







